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HEATH COMPANY 
BENTON HARBOR, MICHIGAN 49022 


SPECIFICATIONS 


Electronic DC Voltmeter- 


T RANGES... cee ee eee eee eens 0-1,5, 5, 15, 50, 150, 500, 1500 volts full scale; 
up to 30,000 volts with accessory probe, 


Input Resistance, .... 6.00.2 ee eee ee 11 megohms (1 megohm in probe) on all ranges; 
1100 megohms with accessory probe, 


Circuit, occ eee eee eee eee eeee Balanced bridge (push-pull) using twin triode, 


Accuracy, se cccsceeevceeceesecess  $8% full scale, 


Electronic AC Voltmeter- 


T rms RangeS.,...0 +e eee rene nceee 0-1.5, 5, 15, 50, 150, 500. 1500 volts full scale 


{,353 of peak-to-peak), 
7 Peak-to-Peak RangeS,......+e eee 0-4, 14, 40, 140, 400, 1400, 4000 volts full scale, 
Frequency Response (5 V Vange). .seeeee +1 db 25 eps to 1 me (600 2 source). 
ACCULACY. Coe cere eee eee rete eeee +£5% full scale, 


Input Resistance And Capacitance, 1 megohm shunted by 85 uf (measured at 


input terminals), 


Electronic Ohmmeter- 


7 RANGES, 66. eee et ee eee Scale with 10 Q center X1, X10, X100, X1000, 
X10K, X100K, XIMEG, Measures wil & to 1000 
megohms with internal battery, 


Meter, .......-006 4-1/2", 200 ya movement, polystyrene case, 


Probes, .... Combined AC-OHMS-DC switching probe, single 


jack input for probe and ground connections, 


Dividers... 0c ee ee ee ee eee eres 1% precision type, 


Tubes... ce cw ee weer errr eee teeters 1 - 12AU7, twin triode meter bridge, 
j - 6AL5, twin diode AC rectifier, 


aS  — me 


Batteryy iy. <ciece cede scdssyecaees svaeusa Senate sigiatiets 1-1/2 volt "C" cell, 


Power Requirements, ....0..ces eer evee 105-125 or 210-250 volts, 50/60 cps AC, 10 watts, 


Cabinet Size And Finish, ,.......0+0s500 7-3/8" high x 4-11/16" wide x 4-1/8" deep, 


Net: Weighty. ccc scece sno. sie dield Wig e Sado We 3-1/2 lbs, 


The Heath Company reserves the right to discon- 
tinue instruments and to change specifications 
at any time without incurring any obligation to 
incorporate new features in instruments pre- 
viously sold, 


INTRODUCTION 


The HEATHKIT Model1M-16 Vacuum Tube Volt- 
meter is intended for use by servicemen, en- 
gineers, and maintenance men to make accurate 
measurements of DC+, DC-, AC rms and peak- 
to-peak voltages, plus resistance, The design is 
simple and rugged, yet accurate, 


The instrument employs vacuum tubes for recti- 
fication and amplification on all measurement 
functions to insure good sensitivity and stability 
of operation, Precision resistors are usedinthe 
voltage divider networks to provide high accu- 
racy, 


The confusing tangle of test leads coming from 
the front panel of most VT'VMs is eliminated by 
the use of a combination AC-OHMS-DC switching 
test probe and a single jack input connection for 
both test probe and ground leads, The 1 megohm 
resistor in the probe is switched into operation 
when the probe switch is set on DC, This iso- 
lating resistor allows DC component voltages to 
be measured separately, even when high fre- 
quency AC voltages are present at the test point, 


The VTVM has a very high input impedance (11 
megohms on DC and 1 megohm shunted by 35 
unt on AC), Consequently, the circuit in which 
the voltage is being measured will not be sig- 
nificantly loaded by the VT'VM, Most nonelec- 
tronic voltmeters (VOM) have a much lower in- 
put impedance over the most frequently used 
ranges of test voltages, Consequently, when a 
VOM is used to measure voltages in high im- 
pedance circuits, the indicated voltage will be 
appreciably less than the actual voltage, The 
amplifier section of the VTVM also enables the 
VTVM to accurately measure much higher re- 
sistances than can be conveniently measured 
with a VOM, 


Read the "Kit Builders Guide” for complete 
information on unpacking, parts identification, 


tools, wiring, soldering, and step-by-step as- 
sembly procedures, 
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HEATHEIT 


CIRCUIT DESCRIPTION 


The combination AC-OHMS-DC test lead of the 
VTVM is connected tothe Function switch, which 


needed for a specific measurement function, The 
COMMON test lead is connected to the case 
(ground) of the instrument. 


With the Function switch in the DC+ or DC- po- 
sition and the switching probe on DC, the test 
voitage is applied through the 1 megohm resistor 
in the probe to the Range switch, which is a 
series of precision resistors arranged as a 
voltage divider, Depending on the position of the 
Range switch, a portion of this DC voltage is 
"picked off" and applied to the input grid of the 
12AU7 tube, 


With the Function switch in the AC position and 
the test probe on AC-OHMS, an AC test voltage 
is applied to the 6ALS5 tube (half-wave doubler 
circuit) where it is changed toa DC voltage which 
is proportional to the applied AC test voltage, 
On the higher AC ranges, a voltage divider 
arrangement is used atthe input of the 6AL5 tube 
io insure tml Ge AG woltwes appliodis the BALA 
tube does not exceed the tube's rating, The DC 
yoltage output of the 6AL5 tube is applied to the 
Range switch and then to the input grid of the 
12AU7 tube, in the same way that DC test 
voltages are applied, A capacitor is used at the 
output of the 6AL5 to hold the applied pulsating 
DC voltage at its peak value, so that the VTVM 
responds to peak voltage regardless of the test 
voltage waveform, The AC balance control is 
used to "buck-out” the small amount of contact 
potential in the 6AL5 tube, thus eliminating 
residual readings on the lower AC ranges, 


The ohmmeter section of the VTVM uses a 1.5 
volt battery connected in series with part of the 
voltage divider network (determined by the Range 
switch position) and the resistance to be meas- 
ured, The ratio between the ohmmeter voltage 
divider network resistors and the measured 
resistance determines what portion of the ohm- 
meter battery voltage is applied to the input 
grid of the 12AU7 tube, 


Thus, for all measurement functions, a voltage 
dependent upon the quality being measured is 
applied to the grid of one-half of the 12AU7 twin 
triode, With zero voltage input to the 12AU7 bal- 


anced bridge circuit, each of its triode sections 
draws the same amount of cathode current and 
therefore each cathode is at the same voltage 
potential, The meter movement is connected 
between the cathodes of the 12AU7 tubeandcon- 
sequently will not deflect since both cathodes are 
at the same potential, 


When a positive voltage (from the Range switch) 
is applied to one-half of the 12AU7 tube, this 
half of the tube draws more current than the 
other half, causing a difference in cathode po- 
tential between the two tube sections, Since the 
meter is connected between the two cathodes, a 
current flows through the meter movement, The 
meter pointer responds proportionally to this 
current, indicating the value of voltage or re- 
sistance being measured, The DC+ and DC- 
switch positions are used to reverse the meter 
connections between the cathodes so that cur- 
rent always flows through the meter in the 
same direction, 


The use of the bridge circuit eliminates any 
change in the voltage reading if the Bt voltage 
in the VTVM should vary since the resulting 
variation in tube conduction will occur in both 
triodes and, therefore, will not affect the dif- 
ference in cathode potential, Also, the maximum 
conduction characteristic of the 12AU7 tube, as 
used in the VTVM circuit, is such that the 
voltage applied to the meter terminals cannot 
be Jarge enough to damage the meter move- 
ment, This is one of the primary advantages of 
the VTVM circuit, The meter movement can- 
not be burned out by inadvertently measuring a 
voltage that is higher than the Range switch set- 
ting, However, if excessive voltage is applied, the 
pointer may be bent as it hits against the stop, 
Caution must aleo be exercisedto avoid annlying 
any test voltage to the test probe whenthe Fune- 
tion switch is set in the OHMS position, The 
precision resistors in the ohmmeter voltage di- 
vider network have very low power ratings and 
can easily be burned out in this way, 


The power supply of the VTVM uses a silicon 
rectifier in a half-wave rectifier circuit, An 
electrolytic capacitor is used for tiltering the DC 
voltage from the power supply, The power supply 
provides both B+ voltage for the 12AU7 tube and 
positive DC 'buck-out' voltage for the AC 
balance circuit, 
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TEST AND CALIBRATION 


During the preparation of the test leads and cabi- 
net, the VTVM has had an opportunity to warm up 
thoroughly and should now be calibrated, 


Turn the instrument off and make sure that the 
mechanical zero position of the meter pointer is 
correct, If not, adjust as before, 


(J Turn the instrument on again, 


ZERO ADJUST 


() Set the Function switch to DC+, Check oper- 
ation of the ZERO ADJ control, Turning 
this control should move the meter pointer 
part way up scale, Set the pointer to zero at 
the left side of the scale and check for 
zero positioning when the Function switch 
is changed to DC-, It should be possible to 
obtain a ZERO ADJ control position that will 
permit the meter pointer to remain station- 
ary when switching through from DC+ to 
DC-, If there is an appreciable zero shift 
of more than two divisions on the scale, 
it should be regarded merely as an indi- 
cation that additional aging of the 12AU7 
tube is required, This aging canbe obtained 
by leaving the instrument turned on for a 
period of 46 hours or more, or through con- 
tinued use of the VTVM with periodic cali- 
bration, 


DC CALIBRATE 


(- ) Insert the test lead phone plug, Set the 
Function switch to DC+, the Range switch to 
1.5 V and the probe to DC, Connect the 
probe to lug 1 on the rear wafer of the 
Range switch (the point to which the blue ca- 
ble wire is connected in Pictorial 4). 


(, ) Adjust the DC Calibrate control so that the 
meter pointer falls directly over the very 
small red dot on the meter face, Approach 
the red dot going up scale by turning the 
screwdriver control and watch the meter 
read 1,4 volts, and 1,5 volts, and then the 
red dot, As soon as the red dot is reached, 
stop turning the DC Calibrate control, Re- 
member that the Range switch must be set 
on 1.5 V for this adjustment, 


OHMS CHECK 


{ ) Set the Function switch to OHMS, Set the 
OHMS ADJ control for full seale (infinity). 
Set the probe switch to AC-OHMS (the posi- 
tion opposite the DC marking) and touchthe 
probe to the common test clip, The meter 
pointer should drop to zero at the left end 
of scale (no resistance), 


AC CALIBRATE 


NOTE: Your AC power line outlets may be 
either 2-wire or 3-wire types, Determine which 
type you have and complete the appropriate AC 
Calibration instructions, Use the AC Calibrate 
With Line Cord Adapter for the 2-wire outlets 
and AC Calibrate Without Line Cord Adapter for 
the 3-wire outlets, 


AC Calibrate With Line Cord Adapter 


CAUTION: Do not allow the green wire on the line cord 
adapter to be grounded in any way. or to touch any part of 
the VTVM. A good way to prevent this is to put a piece of 
tape over the spade lug on the end of Lhe green wire. 


( ) Install the line cord adapter on the line 
cord, 


{ ) Temporarily remove the phone plug from the 
jack, 

{ ) Set the Range switch to 1.5 V andthe Func- 
tion switch to AC, 


{ ) Adjust the AC Balance control so no move- 
ment is detected when switching from AC 
through DC- to DC+, 


{ ) Set the Range switch to the 150 V range if 
you wired your VTVM for 120 VAC opera- 
tion, or to the 500 V range if you wired the 
VTVM for 240 VAC operation, 


Set the Function switch to AC, 
Set the AC Calibrate control fully clockwise, 


Set the switch on the test probe to AC, 


) 
) 
) Reinsert the phone plug, 
) 
) 


Connect the test probe to one side of the AC 
line and then the other side, Note the lowest 
reading and remove the probe from the AC 
line, 


(==3¢ Berea 


{ ) Now connect the negative meter lead to the 
side of the AC line with the lowest reading, 
Then connect the test probe tothe other side 
of the line, 


{ ) Adjust the AC Calibrate control until the 
meter pointer indicates the line voltage, 


{ ) Disconnect the test lead and probe, 


AC CALIBRATE WITHOUT LINE CORD 
ADAPTER 


CAUTION: Do NOT use the common (negative) 
lead of the VTVM when measuring power line 
voltages, This lead is already connected to the 
circuit ground and tothe power line ground, If the 


common lead should contact the "hot" side of the 
power outlet, the power line will be short- 
circuited, Connect ONLY the meter probe, set on 
AC, to the power hne, 


( ) Temporariiy remove ihe phone plug from the 
jack, 


( ) Set the Range switch to 1,5 V andthe Func- 
tion switch to AC, 


( ) Adjust the AC Balance control so no move- 
ment is detected when switching from AC 
through DC- to DC+, 

( ) Set the Range switch to the 150 V range if 
you wired your VTVM for 120 VAC opera- 
tion, or to the 500 V range if you wired the 
VTVM for 240 VAC operation, 

{ ) Set the Function switch to AC, 

( ) Set the switch on the test probe to AC, 


( ) Reinsert the phone plug, 
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{ ) Connect the test probe to the side of the 
AC line with the highest reading, 


{ ) Adjust the AC Calibrate control until the 
meter pointer indicates the line voltage. 


AGING AND FINAL CALIBRATION 


{ ) It is recommended that the tubes be aged 
before final calibration, This is accom- 
plished by keeping the instrument turnedon 
for a period of at least 48 hours, Final 
calibration should be done in the same way 
as the initial calibration, Careful calibration 
will result in a more accurate instrument, 
If a standard AC meter is available, it is 
desirable to use such an instrument to 
check the accuracy of the VTVM, Prefer- 
ably, use a voltage near full scale on the 
VTVM as for instance, 140 volts or 40 
volts on the 150 V or 50 V range respec- 
tively, The DC scales may also be cali- 
brated using a DC meter of known accuracy. 
One of the major advantages of kit form 
instrument assembly is that the kit builder 
becomes thoroughly familiar with the cali- 
bration procedure and is therefore capable 
of periodically checking VTVM operating 
accuracy, instead of assuming that usual 
factory instrument calibration is still valid, 


After final calibration, place the instrument in 
the cabinet and secure it with two 6-32 x 3/8" 
sheet metal screws, The instrument is now ready 
for use, The power consumption of the VTVM 
is very low and there is no objection to leaving 
the instrument on continuously during the daily 
work period rather than turning it off each time 
a measurement function is completed, Daily 
operation for a period of several hours or more 
will also serve the purpose of minimizing possi- 
ble moisture accumulation, 


HEATHEIT 
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TROUBLESHOOTING CHART 


COMPLETELY INOPERATIVE 


1. Make sure that power is being appliedto the 
instrument, This may be measured across 
the primary winding of the power trans- 
former (black lead to black-red lead), 


2, If pilot lamp and tube filaments do not light, 
check voltage between the yellow leads of 
power transformer (5-6 volts AC), 

8, Check voltage between each end of electro- 
lytie capacitor and ground, Correct voltages 
are shown on the Schematic. 


Check the 12AU7 tube, 


INABILITY TO OBTAIN DC BALANCE 


1, Check the 12AU7 tube for an unbalanced con- 
dition (Substitution), 


2, Check the two .005 capacitors C5 and C6 
(Pins 2 and 7 of the 12AU7), 


3, Check the components in the cathode circuits 
of the 12AU7 tube (Pins 3 and 6), These 
circuits include the ZERO ADJ control, Rl, 
R33, R34, and R35, 

4, Check Range switch assembly carefully, 


AC INOPERATIVE 
1, Check the 6ALS5 tube, 


2, Check C2, .047 pfd 1600 volt, and the two 
.02 u.fd capacitors, C3 and C4, 


3, Cheek Function switch assembly carefully, 


AC BALANCE 


1. Disconnect test leads from instrument be- 
fore adjusting the AC Baiance control as 
directed in the manual, 


2, It is imperative that DC balance be obtained 
before this adjustment is made, 


INACCURATE AC READINGS (The inability to 
obtain AC calibration), 


1, Check capacitors C2, C3, and C4, 
2, Check the 6AL5 tube, 


3, Check the AC Calibrate control, R3, NOTE: 
With the test lead plug inserted, there may be 
a residual reading. This is due to stray AC 
pickup in the test leads, Readings on the two 
lower AC ranges will normally be low, 


INACCURATE DC READINGS 


1, Check the DC calibrate control, R4, 
2. Check resistor in the test probe, Make 
sure that it is not being grounded, 


OHMS INOPERATIVE 


1. Check the OHMS ADJ control, R2, for 
correct value, 
2, Check Range switch for proper assembly, 


3, Check the battery, 
OHMS INACCURATE 


1, Check the battery (Substitution), 

2, Check the value of allresistors onthe range 
switch which have a value beginning with the 
number "9", (The 9,1 Q R31 should receive 
special attention.) NOTE: The ohms section 
of the VTVM is not intended for use asa 
standard, Where a great degree of accuracy 
is required, a bridge should be used, 
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